[Biocompatibility of implants with and without fluorohydrocarbon glow-discharge polymer coating. 1. Histologic and semiquantitative estimation of subcutaneous reactions in guinea pigs].
The reaction of the subcutaneous tissue in guinea-pigs at implants of titanium, titanium/glow discharge polymer, Gisadent KCM (chromium cobalt molybdenum alloy), and Gisadent/glow discharge polymer was investigated by a semiquantitative method of informing character. The 4 tested materials were well-tolerated at which titanium caused the smallest reaction.